Abstract: Tegillarca granosa samples contaminated artificially by three kinds of toxic heavy metals including zinc (Zn), cadmium (Cd), and lead (Pb) were attempted to be distinguished using laser-induced breakdown spectroscopy (LIBS) technology and pattern recognition methods in this study. The measured spectra were firstly processed by a wavelet transform algorithm (WTA), then the generated characteristic information was subsequently expressed by an information gain algorithm (IGA). As a result, 30 variables obtained were used as input variables for three classifiers: partial least square discriminant analysis (PLS-DA), support vector machine (SVM), and random forest (RF), among which the RF model exhibited the best performance, with 93.3% discrimination accuracy among those classifiers. Besides, the extracted characteristic information was used to reconstruct the original spectra by inverse WTA, and the corresponding attribution of the reconstructed spectra was then discussed. This work indicates that the healthy shellfish samples of Tegillarca granosa could be distinguished from the toxic heavy-metal-contaminated ones by pattern recognition analysis combined with LIBS technology, which only requires minimal pretreatments.
Introduction
Due to the recent accelerated process of industrialization in developing countries, a large number of toxic heavy metals are discharged into rivers, lakes, and seas. The toxic heavy metal pollution of aquatic products has become an increasingly serious issue. Toxic heavy metals not only disrupt the living condition of aquatic animals in natural water resources but also intoxicate or kill aquaculture fish, which turns out to be a threat to the fish farming industry. Furthermore, heavy metal ions accumulate in the human body from the consumption of the polluted seafood [1, 2] . Commonly, many enzymes in the human body will be deactivated by heavy metals, leading to the risk of chronic poisoning.
at identifying a suitable machine learning algorithm to distinguish polluted Tegillarca granosa from safe ones.
In this study, several types of Tegillarca granosa, including uncontaminated control samples, samples contaminated by cadmium (Cd), zinc (Zn), lead (Pb), and those contaminated by a mixture of all three heavy metals, were evaluated with a combination of LIBS technology and discrimination analysis with pattern recognition. The specific objectives were as follows: (1) to decompose original LIBS spectra via the wavelet transform algorithm (WTA); (2) to extract the characteristic information from the high frequency coefficients of the wavelet transform domain using the information gain algorithm (IGA); (3) to identify Tegillarca granosa samples contaminated by a certain metal or multiple heavy metals using the extracted characteristic information as the input of discrimination models.
Materials and Methods

Sample Preparation
Tegillarca granosa samples, provided by Zhejiang Mariculture Research Institute (Wenzhou, China), were acclimatized to the laboratory conditions for approximately 10 days in plastic pools with cubic dimension of 60 cm × 40 cm × 30 cm. Analytical-grade PbCH 3 COO•3H 2 O, CdC1 2 , and ZnSO 4 •7H 2 O were purchased from the Chemical Reagent Co. Ltd., Shanghai, China.
After an over 24 h sedimentation process, the seawater was then filtered to remove sands for raising the Tegillarca granosa in tanks. The parameters of the seawater were a pH of 8.05 ± 0.10, a temperature of 22.4 ± 5.6 • C, a dissolved oxygen content of >6 mg/L, and a salinity level of 21%. Throughout the experiment, the seawater was exchanged every 24 h, after which the containers were refilled and dosed with the metal toxicant.
A total of 150 Tegillarca granosa samples were randomly divided into five equal size groups, i.e., 30 for each group. The Tegillarca granosa samples in Groups I, II, and III were exposed to water dissolved with highly concentrated PbCH 3 COO•3H 2 O (1.833 mg/L), CdC1 2 (1.634 mg/L), and ZnSO 4 •7H 2 O (4.424 mg/L), respectively. Group IV was exposed to a mixture of equal amounts of the above three chemicals. Group V (control) was raised in the seawater without any spiked solution of heavy metal ions. After 10 days, which allowed the heavy metals to accumulate in the sample, they were sacrificed and kept in a refrigerator at −4 • C for 30 min. The samples were freeze-dried for subsequent spectral measurement.
Spectral Collection
The experimental set-up is shown in Figure 1 . Each sample was measured five times at different spots on the translational stage. A pulsed Nd:YAG laser (Litron Nano SG 150-10, Litron Lasers, Warwickshire, England) with a wavelength of 1064 nm, a pulse duration of 6 ns, and an energy of 150 mJ was applied. A plano-convex lens (f = 100 mm) was used to focus the laser beam onto the sample surface at normal incidence. The spot diameter on the sample surface was set at 500 µm to improve the detection accuracy of contamination at certain local areas. A beam splitter was utilized to split a small fraction of energy (10%) for monitoring the pulse energy by an energy meter.
The plasma emission was collected using an optical fiber system at a 45 • angle to the incident laser beam, which was then fed into a spectrometer (LTB Aryelle 150, Berlin, Germany) equipped with an optical chopper (with a time resolution of 0.1 µs). The spectral resolution was 6000 nm/nm. A charge coupled device (CCD) camera was used for the spectra acquisition, and the laser was synchronized with the spectrometer. The CCD gate width was 30 µs. The delay from the laser pulse generation to the start of spectral acquisition was set to 1 µs in all experiments. 
Wavelet Transform Algorithm
The wavelet transform algorithm (WTA) is a time-frequency localization analysis method that exhibits excellent performance in the analysis and extraction of non-stationary signal characteristics [34] . In WTA, the scaling and translating operations on the signal gradually achieve multi-scale refinement, which eventually leads to appropriate time resolutions of high frequency signals and remarkable frequency resolutions of low frequency signals. WTA can automatically adapt to the requirements of the time-frequency signal analysis, so as to focus on any signal details of interest. This method provides an alternative to Fourier transform. WTA has been successfully applied in many fields, including medical science and image processing [35, 36] . The Wavelet toolbox in Matlab 2012a is used in this work.
Information Gain Algorithm
In information theory, entropy denotes the average unpredictability of a random variable, which is considered to be equivalent to the content of the information. The information gain algorithm (IGA) can effectively select the important features based on entropy. The expected value of information gain (IG) is the mutual information of the target variables and the independent variables. The reduction in the entropy of one target variable is achieved by learning the state of the independent variable. IGA treats each feature in isolation and estimates how important it is for the prediction of the correct class label. The entropy-based attribute selection and ranking method aims to minimize the entropy value of an attribute, thereby maximizing its IG. The main advantage of this method is that it includes all attributes in the analysis [37, 38] .
Spectral Calibration and Analysis Methods
Samples were randomly divided into two subsets (i.e., calibration and prediction subset) with the ratio of 4:1. In this way, 120 samples in the calibration subset were used to train discrimination models, and the other 30 samples in the prediction subset were to test the accuracy of model. The target was encoded in binary vector format such as 1000, 0100, 0010, and 0001 to represent different contamination types of the samples for discrimination analysis. Here, three extensively used classifiers, Partial least squares discriminant analysis [39] [40] [41] (PLS-DA), Random Forest [42] (RF), and least squares support vector machine [43, 44] (LS-SVM), were employed to calibrate a discrimination model. 
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Samples were randomly divided into two subsets (i.e., calibration and prediction subset) with the ratio of 4:1. In this way, 120 samples in the calibration subset were used to train discrimination models, and the other 30 samples in the prediction subset were to test the accuracy of model. The target was encoded in binary vector format such as 1000, 0100, 0010, and 0001 to represent different contamination types of the samples for discrimination analysis. Here, three extensively used classifiers, Partial least squares discriminant analysis [39] [40] [41] (PLS-DA), Random Forest [42] (RF), and least squares support vector machine [43, 44] (LS-SVM), were employed to calibrate a discrimination model.
Results and Discussion
Analysis of LIBS Spectra
The representative LIBS spectra for Group IV samples in the wavelength region of 200-900 nm is shown in Figure 2 . In general, the LIBS spectra for Tegillarca granosa samples were quite complex, containing multiple peaks contributed by different elements. The acquired LIBS spectra have distinct elemental features. These profiles in Figure , were also observed. Although some characteristic peaks in the LIBS spectra of Tegillarca granosa are remarkable, heavy metals like Zn and Pb are greatly interfered by the noises. As a result, samples in the control group cannot be directly distinguished from the ones from heavy-metal-contaminated groups. Therefore, machine learning algorithms were required to classify the corresponding group for each sample.
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Results and Discussion
Analysis of LIBS Spectra
The representative LIBS spectra for Group IV samples in the wavelength region of 200-900 nm is shown in Figure 2 . In general, the LIBS spectra for Tegillarca granosa samples were quite complex, containing multiple peaks contributed by different elements. The acquired LIBS spectra have distinct elemental features. These profiles in Figure 2 contain atomic and ionic lines of Al, C, Ca, Cd, Pb, Fe, K, Mg, Na, Si, Sr, and Zn, spreading over the wavelength range. The emission lines with high intensity were Ca I (422.7 nm), Ca II (393.3 nm, 396.8 nm), Na I (588.9 nm, 589.5 nm), Mg I (285.2 nm; 517.3 nm; 518.4 nm), Mg II (279.5 nm; 280.3 nm), and K I (766 nm; 770 nm). Less prominent emission lines, including C I (247.8 nm), Sr I (460.7 nm), Zn I (330.3 nm), Si I (288.2 nm), Al I (394.4 nm; 396.2 nm), and Fe I (438.4 nm; 440.5 nm), were also observed. Although some characteristic peaks in the LIBS spectra of Tegillarca granosa are remarkable, heavy metals like Zn and Pb are greatly interfered by the noises. As a result, samples in the control group cannot be directly distinguished from the ones from heavy-metal-contaminated groups. Therefore, machine learning algorithms were required to classify the corresponding group for each sample. 
Analysis of Discrimination Results Using Full Spectra
PLS-DA algorithm was employed to extract the information of predictive variables hidden in complex spectral information for achieving the purpose of compression and information extraction. A discrimination model was built based on the full spectral information being regarded as the input variables for the PLS-DA model. Unfortunately, this method was ineffective, providing less than 30% accuracy for validation samples. A few factors may have resulted in the poor discrimination performance: (1) the full spectra contain high noise or irrelevant information, while the characteristic information is less evident between the different contaminated Tegillarca granosa; (2) serious mutual interference from laser pulses and heterogeneous matrix effect could have reduced the quality of the LIBS spectra; (3) PLS-DA, which is generally capable of processing strongly linear problems, is not the best candidate to predict the group of the samples with strong nonlinearity between LIBS spectra and predictive variables [19] . To solve the nonlinearity problems of the LIBS spectra, additional tools working for nonlinear models, including RF and SVM, were adopted to discriminate the different 
PLS-DA algorithm was employed to extract the information of predictive variables hidden in complex spectral information for achieving the purpose of compression and information extraction. A discrimination model was built based on the full spectral information being regarded as the input variables for the PLS-DA model. Unfortunately, this method was ineffective, providing less than 30% accuracy for validation samples. A few factors may have resulted in the poor discrimination performance: (1) the full spectra contain high noise or irrelevant information, while the characteristic information is less evident between the different contaminated Tegillarca granosa; (2) serious mutual interference from laser pulses and heterogeneous matrix effect could have reduced the quality of the LIBS spectra; (3) PLS-DA, which is generally capable of processing strongly linear problems, is not the best candidate to predict the group of the samples with strong nonlinearity between LIBS spectra and predictive variables [19] . To solve the nonlinearity problems of the LIBS spectra, additional tools working for nonlinear models, including RF and SVM, were adopted to discriminate the different types of Tegillarca granosa. However, the accuracy was as low as 40%, possibly because the useful characteristic information may have been submerged in the noise. From this study, we concluded that further data mining methods were indispensable to extract the characteristic bands from the original full spectral information.
Analysis of Results Using Characteristic Spectra
The LIBS spectra showed that the characteristic peaks from most elements were narrow and very similar to the "high frequency" signals. Based on these characteristics, the discrete wavelet transform (DWT), an algorithm widely applied to time-frequency analysis of signals, was adopted for further spectra analysis. This algorithm can decompose the "high" and "low frequency" parts of the original signals, so that we can apply two different filters to access the different frequency components of the signals. The widely used Daubechies 4 (Db4) wavelet was adopted as the kernel function of DWT to transform the original LIBS spectra. The high frequency components from different decomposition layers were then extracted and taken as the input variables to develop PLS-DA, RF, and LS-SVM discrimination models. The classification results from the high frequency components of different decomposition layers are shown in Figure 3a . Because a few metal elements have multiple excitation states, the contamination category of Tegillarca granosa samples is nonlinear with the spectral lines. The PLS-DA model applied in the different decomposition layers showed an accuracy similar to that shown by the model applied in the full spectra. Compared with PLS-DA, RF and LS-SVM performed slightly better because they can process nonlinear models more effectively. The recognition results analyzed by RF and LS-SVM methods from the first six decomposition layers significantly varied, showing a serious fluctuation in the discrimination accuracy in the prediction dataset. This may be because more characteristic information (i.e., high frequency information) is extracted when the number of decomposition layers increases. The discrimination ratio reached its highest level at the decomposition of the third layer, and the corresponding wavelet coefficients are shown in Figure 4a . The variables in the high frequency part were found to decrease when the decomposition layer number increases. Therefore, it contained less extracted information and less available information, leading to the decline in discrimination ratio. From the viewpoint of low frequency components, which were handled the same way as the high frequency parts for each decomposition layer, it is shown in Figure 3b that the PLS-DA model showed unsatisfactorily low frequency discrimination performance. The RF and LS-SVM models show low frequency discrimination performance that was slightly inferior to the high frequency discrimination, and the best low frequency discrimination accuracy was still lower than 60%. Meanwhile, discrimination performance largely varied in the different layers, like the high frequency results. types of Tegillarca granosa. However, the accuracy was as low as 40%, possibly because the useful characteristic information may have been submerged in the noise. From this study, we concluded that further data mining methods were indispensable to extract the characteristic bands from the original full spectral information.
The LIBS spectra showed that the characteristic peaks from most elements were narrow and very similar to the "high frequency" signals. Based on these characteristics, the discrete wavelet transform (DWT), an algorithm widely applied to time-frequency analysis of signals, was adopted for further spectra analysis. This algorithm can decompose the ''high'' and ''low frequency'' parts of the original signals, so that we can apply two different filters to access the different frequency components of the signals. The widely used Daubechies 4 (Db4) wavelet was adopted as the kernel function of DWT to transform the original LIBS spectra. The high frequency components from different decomposition layers were then extracted and taken as the input variables to develop PLS-DA, RF, and LS-SVM discrimination models. The classification results from the high frequency components of different decomposition layers are shown in Figure 3a . Because a few metal elements have multiple excitation states, the contamination category of Tegillarca granosa samples is nonlinear with the spectral lines. The PLS-DA model applied in the different decomposition layers showed an accuracy similar to that shown by the model applied in the full spectra. Compared with PLS-DA, RF and LS-SVM performed slightly better because they can process nonlinear models more effectively. The recognition results analyzed by RF and LS-SVM methods from the first six decomposition layers significantly varied, showing a serious fluctuation in the discrimination accuracy in the prediction dataset. This may be because more characteristic information (i.e., high frequency information) is extracted when the number of decomposition layers increases. The discrimination ratio reached its highest level at the decomposition of the third layer, and the corresponding wavelet coefficients are shown in Figure 4a . The variables in the high frequency part were found to decrease when the decomposition layer number increases. Therefore, it contained less extracted information and less available information, leading to the decline in discrimination ratio. From the viewpoint of low frequency components, which were handled the same way as the high frequency parts for each decomposition layer, it is shown in Figure 3b that the PLS-DA model showed unsatisfactorily low frequency discrimination performance. The RF and LS-SVM models show low frequency discrimination performance that was slightly inferior to the high frequency discrimination, and the best low frequency discrimination accuracy was still lower than 60%. Meanwhile, discrimination performance largely varied in the different layers, like the high frequency results. The above analysis shows that an essential role in data compression and information extraction was played by DWT, and DWT can improve the discrimination performance of RF and LS-SVM. However, DWT is merely the time-frequency analysis of spectral signals. It does not extract The above analysis shows that an essential role in data compression and information extraction was played by DWT, and DWT can improve the discrimination performance of RF and LS-SVM. However, DWT is merely the time-frequency analysis of spectral signals. It does not extract characteristic information for the identification of the different types of Tegillarca granosa. For the variables in the domain of wavelet decomposition, there is irrelevant information that does not contribute to discrimination. Therefore, the approach to eliminate such irrelevant information should be included for better performance. In this study, IGA, a prevalent characteristic data mining method used in classification, was adopted by our group. Based on the previous results, the best discrimination performance was from the data of the third decomposition layer; hence, the high frequency coefficients of the third layer in Figure 4a were further analyzed to extract the characteristic information by the IGA. As shown in Figure 4b , the extracted information was greatly narrowed in comparison with the information of the high frequency of the third layer, and the number of variables was sharply reduced to only 30.
These 30 characteristic variables were set as the input variables of the PLS-DA, LS-SVM, and RF models. For the PLS-DA model, the discrimination result was slightly improved, but the discrimination ratio was still lower than 40%. Compared with the discrimination model based on the variables of the full spectra and the high frequency coefficients of the third layer, the discrimination model built based on the variables extracted with the IGA significantly improved the recognition ratios for the LS-SVM and RF models to 86.7% and 93.3%, respectively. This improvement was primarily attributed to the IGA algorithm's eliminating the unrelated or useful information for discrimination. With the combination of DWT and IGA methods, the number of variables was obviously reduced from 30,546 in the full spectrum to 30 effective variables, exhibiting a sharp cut rate of 99%, which also saved a considerable portion of computing power for the recognition process. characteristic information for the identification of the different types of Tegillarca granosa. For the variables in the domain of wavelet decomposition, there is irrelevant information that does not contribute to discrimination. Therefore, the approach to eliminate such irrelevant information should be included for better performance. In this study, IGA, a prevalent characteristic data mining method used in classification, was adopted by our group. Based on the previous results, the best discrimination performance was from the data of the third decomposition layer; hence, the high frequency coefficients of the third layer in Figure 4a were further analyzed to extract the characteristic information by the IGA. As shown in Figure 4b , the extracted information was greatly narrowed in comparison with the information of the high frequency of the third layer, and the number of variables was sharply reduced to only 30. These 30 characteristic variables were set as the input variables of the PLS-DA, LS-SVM, and RF models. For the PLS-DA model, the discrimination result was slightly improved, but the discrimination ratio was still lower than 40%. Compared with the discrimination model based on the variables of the full spectra and the high frequency coefficients of the third layer, the discrimination model built based on the variables extracted with the IGA significantly improved the recognition ratios for the LS-SVM and RF models to 86.7% and 93.3%, respectively. This improvement was primarily attributed to the IGA algorithm's eliminating the unrelated or useful information for discrimination. With the combination of DWT and IGA methods, the number of variables was obviously reduced from 30,546 in the full spectrum to 30 effective variables, exhibiting a sharp cut rate of 99%, which also saved a considerable portion of computing power for the recognition process. 
Analysis of Reconstructed Spectra
Since the input variables of the above discrimination models were processed with the DWT algorithm, their coefficients were in the wavelet domain rather than in the original spectra. Therefore, the characteristic variable information could not directly reflect the characteristic element information of the difference between the varied kinds of Tegillarca granosa samples. To further analyze the related elemental information, the characteristic information was processed with inverse DWT (IDWT) and reconstructed to the original spectral domain. Figure 5 displays the reconstructed spectra of Group IV samples (i.e., the reconstructed coefficients herein were made by the absolute values). Comparisons between the original and the reconstructed spectra show that the latter contain fewer variables, mainly due to the considerable noise variables and the uninformative variables eliminated by WTA and IGA. In this regard, the corresponding attribution analysis of the spectral peaks for the major characteristic variables was conducted based on the reconstructed spectra. The results are shown in Table 1 , where the reconstructed spectra comprise the characteristic peaks of Mg, Ca, P, K, Pb, and Cd. 
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Analysis of Reconstructed Spectra
Since the input variables of the above discrimination models were processed with the DWT algorithm, their coefficients were in the wavelet domain rather than in the original spectra. Therefore, the characteristic variable information could not directly reflect the characteristic element information of the difference between the varied kinds of Tegillarca granosa samples. To further analyze the related elemental information, the characteristic information was processed with inverse DWT (IDWT) and reconstructed to the original spectral domain. Figure 5 displays the reconstructed spectra of Group IV samples (i.e., the reconstructed coefficients herein were made by the absolute values). Comparisons between the original and the reconstructed spectra show that the latter contain fewer variables, mainly due to the considerable noise variables and the uninformative variables eliminated by WTA and IGA. In this regard, the corresponding attribution analysis of the spectral peaks for the major characteristic variables was conducted based on the reconstructed spectra. The results are shown in Table 1 , where the reconstructed spectra comprise the characteristic peaks of Mg, Ca, P, K, Pb, and Cd. In the spectra, the spectral lines for Mg and Ca, located near 400 nm, had higher absolute values and made a greater contribution to the discrimination model, while the other Mg and Ca bands contributed less. The characteristic spectral lines of heavy metals, Pb and Cd, contributed even less to the model. Besides, it was also discovered that there were no characteristic spectral lines for Zn found in the reconstructed spectra, probably because the Zn concentration, as one of the essential elements in the body, varied slightly in the heavy-metal-contaminated Tegillarca granosa samples. In addition, according to the attributes of the identified spectral lines, the process of heavy metal poisoned Tegillarca granosa is very complicated and often accompanied by many protein syntheses, lysosomal changes, and immune damages [45] [46] [47] . The Tegillarca granosa's normal food intake may be affected in heavy-metal-contaminated water, leading to the varied intake of essential trace elements, including Mg, Ca, and K. However, the characteristic information for spectra collected under different metal contamination conditions describes not only the elements that are concentrated within the body (e.g., Cd and Pb), but also other biologically imperative elements, including Mg, Ca, and K. Therefore, essential trace elements including Mg, Ca, and K within body are also affected by different heavy metals, which provide the characteristic information for rapidly identifying heavy-metal-contaminated Tegillarca granosa. In the spectra, the spectral lines for Mg and Ca, located near 400 nm, had higher absolute values and made a greater contribution to the discrimination model, while the other Mg and Ca bands contributed less. The characteristic spectral lines of heavy metals, Pb and Cd, contributed even less to the model. Besides, it was also discovered that there were no characteristic spectral lines for Zn found in the reconstructed spectra, probably because the Zn concentration, as one of the essential elements in the body, varied slightly in the heavy-metal-contaminated Tegillarca granosa samples. In addition, according to the attributes of the identified spectral lines, the process of heavy metal poisoned Tegillarca granosa is very complicated and often accompanied by many protein syntheses, lysosomal changes, and immune damages [45] [46] [47] . The Tegillarca granosa's normal food intake may be affected in heavy-metal-contaminated water, leading to the varied intake of essential trace elements, including Mg, Ca, and K. However, the characteristic information for spectra collected under different metal contamination conditions describes not only the elements that are concentrated within the body (e.g., Cd and Pb), but also other biologically imperative elements, including Mg, Ca, and K. Therefore, essential trace elements including Mg, Ca, and K within body are also affected by different heavy metals, which provide the characteristic information for rapidly identifying heavy-metal-contaminated Tegillarca granosa.
Conclusions
In summary, a rapid discrimination method of toxic heavy-metal-contaminated Tegillarca granosa was investigated in this study by combining LIBS and pattern recognition. LIBS technology was applied to acquire spectral signals, which could be analyzed to determine their contamination categories. A novel combination of the DWT-IGA method was employed to extract the high frequency information and the characteristic information as the input of the discrimination analysis. The performance of discriminating the healthy samples from the toxic samples with three different classifiers was discussed. Results show that the RF model demonstrates the highest elemental discrimination ratio of 93.3% for different types of Tegillarca granosa. Our work suggests that LIBS technology combined with pattern recognition analysis can conveniently detect toxic heavy-metal-contaminated shellfish samples, which may induce more promising eco-toxicological testing applications. Moreover, rapid in-field identification of healthy shellfish seafood can also be expected by integrating portable LIBS equipment and machine learning methods, for real-time monitoring and protection of the coastal marine environment.
